Bottle versus pump discrepancies for particulate organic carbon (POC) and suspended particulate mass (SPM) concentration have been reported in the past (e.g., Bishop and Edmond 1976; Bishop 1999; Altabet et al. 1992; Gardner et al. 2003; Liu et al. 2005 Liu et al. , 2009 ). The three most recent papers have called into question in-situ filtration sampling. Gardner et al. (2003) compared in situ filtration samples collected using Challenger Oceanic pumps and McLane pumps with bottle filtration results collected during the U.S. JGOFS program in the Ross Sea and Antarctic Polar Front Zone. Some pump POC results were 200 times lower than filtered bottle samples, especially those from shallow waters. Liu et al. (2005) sampled Mediterranean waters and reported differences in samples collected using Challenger Oceanic pumps and bottle samples and again found pump samples yielding lower concentrations of large particles in shallow waters. Bishop and Wood (2008) analyzed size fractionated samples collected using MULVFS pumps from the surface to 1000 m from the biologically productive waters of the Oyashio and from highly oligotrophic waters near the site of the Hawaii Ocean Time Series Station (HOT). They addressed the Gardner et al. (2003) and Liu et al. (2005) findings and did not find evidence of bias in MULVFS samples but listed multiple contributors to such biases, including particle washout from filter holders after sampling. A follow-up study by Liu et al. (2009) confirmed that particle washout from in-situ pumps might be a problem.
All studies to date have had difficulty separating causes of sample variability due to natural temporal/spatial patchiness of particle fields from those due to method dependent variables such as filter pore size, filter holder design, water filtration flow velocity, filtration pressure differential, post filtration back flow, filter disturbance by expanding gases cavitated from seawater during pump operation as pumps are returned to the surface, and post collection sample preservation (Bishop and Wood 2008) . In this study, we eliminate the differences in place and time of sampling using the multi-flow capability of the MULVFS (Bishop et al. 1985; Bishop and Wood 2008) as the main testing platform for our experiments. We also used a novel in-situ pump rosette (Maiti et al. in press) , which permitted simultaneous collection of samples at a single depth using eight McLane pumps.
We evaluate a number of different micron and sub-micron filter types suitable for collecting particles for trace element and isotope analysis. We assess the performance of filter holders and filter types using photographic and chemical analyses of collected particles. We specifically address the hypothesis that some in-situ pump filter holder designs suffer from particle washout, and especially so in the upper 100-200 m. We examine four classes of 142 mm filter holder designs in present use for the purpose of collecting size-fractionated particles for trace element and isotope analysis, including variations within each class. Holders were both homemade and commercial. We present a new 142 mm filter holder design that solves the particle loss problem. Finally, we investigate the effects of sampling velocity on particle collection efficiency.
Materials and procedures

Hydrography and particle optics
CTDs deployed during rosette water sampling and in-situ filtration system profiling were augmented with optical sensors for particles. Profiles of particle beam attenuation coefficient (c p -units of m -1 ) at 660 nm and turbidity (units of mFTU) at 810 nm were obtained using a 25 cm path length CStar transmissometer (WET Labs) and a turbidity sensor (gain 100, Seapoint Sensors), interfaced to the Sea Bird 911 CTD on the GEOTRACES trace metal (TM) rosette. The transmissometer was strapped horizontally to a polypropylene plate attached to the rosette frame. The turbidity sensor was oriented to view open water. Similar data were obtained using a vertically mounted WET Labs. C-Rover transmissometer and Seapoint turbidity sensor interfaced to a Sea Bird 19plus logging CTD deployed at the end of the wire during MULVFS and McLane pump profiles. The C-Rover c p data were scaled down by 20% to compensate for differences between receiver acceptance angle of the C-Rover and C-Star instruments (see Bishop and Wood 2008) . The C-Rover data were further corrected to compensate for a depth (pressure) dependent transmission decrease of 0.44% per kilometer.
Optics cleaning, sensitivity drift tracking, and data processing followed the protocols of Bishop and Wood (2008) . Predeployment and postdeployment air calibrations showed that the C-Star transmissometer drifted less than 0.1% in transmission during the 24 and 35 h operation during the two cruises, respectively, and linear adjustments to sensitivity were made proportional to time elapsed. No cast-to-cast offsets were needed. After IC2, it was discovered that an electrical ground fault induced corrosion of the C-Star transmissometer and comparisons with C-Rover transmissometer data indicate that resulting beam attenuation coefficient data were 0.005 m -1 low; all profiles have been adjusted upwards accordingly.
Sampling platform
MULVFS consists of 12 ship-electricity (480 VAC, 3 phase) powered pump units deployed simultaneously in an array to kilometer depths using a unified 1000 m long plastic jacketed electromechanical cable. Each pump unit can collect samples of particulate and dissolved species using three flow paths, allowing the simultaneous collection of particles from three kinds of filter holders: the main 293 mm holder, the auxiliary 142 mm holder, and multiple side-arm 47 mm holders (Fig. 1A) . Size-fractionated particles were collected on the main and auxiliary flow paths using a 51 µm polyester prefilter and a variety of micron and submicron filter types. The 47 mm side-arm filter holders, with and without prefilter were loaded with 0.45 µm Supor filters. Check and gas release (de bubbler) valves ( Fig. 1 ) protect filter samples from the effects of back flow, contamination, and disruption due to trapped air on deployment and degassed air expansion on recovery. The latter is a problem in shallow samples.
Blank filter suites were loaded onto the deepest pump on each cast, which was electrically disconnected. These "dipped blank" filters are processed identically to real filters, and are used to correct all samples for adsorption and process blanks.
Field deployments
The second leg of the first intercalibration cruise (IC1-2, R/V Knorr: KN193-6) sailed from Bermuda to Norfolk, VA in July 2008, with two MULVFS sampling stations: the Bermuda Atlantic Time Series (BATS) site at 31.8°N, 64.1°W in the oligotrophic Sargasso Sea, and a mesotrophic station at 37.0°N, 74.4°W in the slope water close to the north wall of the Gulf Stream. The second intercalibration cruise (IC2, sailed from Honolulu, HI to San Diego, CA in May 2009, again with two MULVFS sampling stations: the SAFe site at 30.0°N, 141.0°W at the edge of the oligotrophic North Pacific subtropical gyre, and a mesotrophic coastal station at 34.27°N, 120.04°W in the Santa Barbara Basin. Calm conditions prevailed during both expeditions.
MULVFS was deployed four times over the course of a week at both BATS and SAFe locations ( Table 1 ). The first two casts at each station were devoted primarily to assessing filter holder design using the standard MULVFS QMA filter suite, described below. The third and fourth casts at each station were devoted to assessing flow-rate dependent effects on sampling and the sampling mechanics of different filter types. Two more casts were obtained in more particle-rich coastal waters during each expedition, with the first being filter holder design tests and second filter type tests. We focus much of our discussion on samples from low particle concentration oligotrophic waters where we deployed MULVFS multiple times and cast-to-cast hydrographic variability was lower than at the mesotrophic sites.
Due to calm weather conditions and low currents at BATS, MULVFS sample depths were always within a meter or two of wire out depths. Sampling depths were less than 7 m shallower than wire out depths at the Slope Water station, consistent with a minor influence from the nearby Gulf Stream. Similarly IC2 MULVFS sample depths were at nominal wire out depths at both SAFe and Santa Barbara Basin locations (Table 1) , again a result of calm conditions. Pumps were spaced 25-50 m apart in the upper 250 m, and 100-200 m apart from 250-1000 m. Because MULVFS had to be deployed over the stern of R/V Knorr, the shallowest sample was chosen to be in a layer of near uniform particle concentration (based on particle optics) while remaining out of the immediate influence from the ship's propulsion system. Shallowest sampling depths were 30 and 20 m at BATS and the Slope water station, respectively, during IC1 and at 20 and 10 m at SAFe and SBB, respectively, during IC2.
Timing of sampling was different between the IC1 and IC2 cruises. During IC1, filtration sampling took place from (Bishop and Wood 2008) . During IC2, filtration was timed consistently for the mid-afternoon (local time) to minimize diurnal variability of particle concentration (Table 1) . Pumping duration was 4.5 h at BATS and SAFe and 4 and 3 h, respectively, in the relatively particle rich waters of the Atlantic Slope Water and Santa Barbara Basin. Vacuum (0.5 atm) was used to draw excess water from main and auxiliary samples beginning at the time each pump was being removed from the wire. The procedure continued on deck until deemed complete. Samples from below 100 m were drained easily within minutes; those from the euphotic layer sometimes took 10-30 min.
Filter type descriptions
Here, our goals were to assess the sampling mechanics associated with a variety of micron and sub-micron filter types ( Table 2 ). The standard MULVFS QMA filter suite ("P, 150/QMA 2 ,150") consists of a 51 µm polyester 33% open area mesh prefilter (SEFAR 07-51/33, "P") supported by a 37% open area 150 µm polyester mesh (SEFAR 07-150/37, "150"), followed by two identical Whatman QMA quartz fiber filters ("QMA 2 ") supported by a 150 µm polyester mesh (Bishop and Wood 2008) . Whatman QMA filters have been used with MULVFS since 1991 (Bishop 1999) . The nominal pore size of QMA filters is close to 1 µm. Since QMA filters are depth filters, deploying two QMA filters in series allows for a greater efficiency of particle capture, and thus a population of particles in the larger sub-micron class is collected on the second (or "bottom") filter (see Bishop and Edmond 1976) . Nominal size fractions from the standard filter suite are thus > 51 µm, 1-51 µm, and <1 µm. The advantage of using the second identical filter in series is that information on the picoplankton size fraction is obtained in shallow waters while samples from sub-euphotic waters serve as a cross check on elemental blanks.
As the sampling characteristics of the standard MULVFS QMA filter suite are well known from over 20 years of MUL-VFS experience, this was the reference to which other filter types were compared, and the filter suite used for comparing different filter holder types.
QMA filters can be acid-leached and precombusted, and are thus well-suited for determinations of organics and organic isotopes (Bishop et al. 1999; Lam and Bishop 2007) , acid-labile trace metals (Lam et al. 2006; Lam and Bishop 2008; Bishop and Wood 2008) , and short-lived radionuclides (Buesseler et al. 2008) . QMAs add complexity to the low level determination of aluminum and uranium since their dissolved phases adsorb strongly to quartz (Bishop unpubl. data) . In many cases, QMAs are poorly suited to determinations of total particulate trace elements using strong digests containing hydrofluoric acid due to the high filter blank. We thus examined the in-situ pumping sampling characteristics of a variety of sub-micron filter types. We focused our assessment on polyethersulfone filters (Pall "Supor") and mixed cellulose acetate and cellulose nitrate filters (Millipore "MF"), two filter types known to have good flow characteristics. Track-etched polycarbonate membrane filters (e.g., Whatman "Nuclepore" filters) clog easily (filtering approximately 40% of the volume permitted by Supor or MF filters of similar pore size) and are thus not suitable for large volume in-situ filtration and were not tested in the main 293 mm or auxiliary 142 mm holders. For mass balance purposes, particle collection would ideally complement the 0.2 µm capsule-filtered or 0.45 µm membrane-filtered seawater recommended for dissolved trace metal analysis on the US GEOTRACES program (GEOTRACES 2010). As with QMA filters, the efficiency of particle collection by Supor and MF filters is improved by increasing the effective depth of filter material. We thus tested 0.2 µm, 0.45 µm, and 0.8 µm Supor filters, deployed singly, serially in pairs, and occasionally serially in triplicate (Table 1) .
Our assessments of sub-micron filter types were based on requirements for adequate volume throughput (i.e., the effect of pore size on filter flow rate), the need for even particle distribution across the filter to allow for subsampling, the need to accurately sample particle populations, and the practical need for ease of filter handling.
Filter holder descriptions
We tested several designs of 142 mm filter holders ( Fig. 1B -G) and compared their particle distribution and retention characteristics to the standard 293 mm MULVFS filter holder (Bishop and Wood 2008) . All filter holders that we tested allowed for in-situ separation of large and small particle size classes. All filter holders tested had a base plate with a porous polyethylene frit to support a small pore-sized filter (QMA, Supor, or Millipore MF), a prefilter support plate, and a top plate allowing for inflow; many incorporated some sort of baffle design intended to reduce turbulence and minimize particle loss. The main variations on this theme were the designs of the water intake; the prefilter support plate; and the baffle system for retaining particles, each of which we will examine in turn.
There were four main designs of holders that we tested (types A-D, Fig. 1B -H), each of which had variations within a type to test the effectiveness of specific features (Table 3) .
The MULVFS filter holder (holder A1, Fig. 1H , Bishop and Wood 2008) has three anti-washout baffle systems designed to prevent particle loss: (1) a heavy polyethylene plastic film cover with incised triangular flaps, centered over (2) 52 hexagonally separated 2.2 cm ID baffle tubes that are 11 cm tall, and (3) a 1.25 cm thick square 1.25 cm polystyrene grid sitting only 1.5 mm off the surface of the prefilter (Bishop and Wood 2008) . This square grid is also referred to as 'egg crate' in discussions below. This design has been validated in horizontal current flows of up to several hundred cm s -1 in the core of the Gulf Stream and shown to collect particles without any visible disturbance of sample (Bishop et al. 1985) . All components except stainless steel filter holder bolts are plastic and are acid leached prior to use.
The mini-MULVFS holder (holder A2- Fig , approximately one quarter of the 506.7 cm 2 effective filtration area of the main-MUL-VFS filter holder. All components are plastic and can be acid-leached prior to use.
Filter holders B (McLane holders; Fig. 1C ) and D (elbow inlet style, Figs. 1F and G) were constructed with a solid top with the aim that the holder does not act as a sediment trap or collect additional particles as the pump is raised through the water column during recovery (Sherrell 1991) . Bishop et al. (1986) reported this effect to be small, although some large particles are found on MULVFS blank prefilters; such particles likely arrive during the initial deployment of the pump when surface water floods the filters than upon recovery since typical flow meter values for blank filters are several liters compared with thousands. Water intake for holder B is through large radial openings that feed the flow down through a 2.5 cm long honeycomb baffle made of titanium in the standard model (B1) (Morrison et al. 2000) , and plastic in the tracemetal model (B2). This baffle is designed to straighten the flow and suppress turbulence, and distribute particles evenly across the filter. The prefilter support plate is a 316 stainless steel mesh in the standard model (B1) and a perforated polypropylene disc with 40% open area in the trace-metal model (B2). We additionally mixed and matched the baffle and prefilter support plates (type B3, B4), and also tried a model with a longer baffle (type B5) (Table 3) .
Filter holders C1 ( Fig. 1D ) and C2 ( Fig. 1E ) have vertical intakes that are 69 equally spaced 1-cm diameter holes drilled in concentric circles through the top PVC plate, quite similar in concept to early filter holders used on the Large Volume in-situ Filtration System (Bishop and Edmond 1976) , which carried a single filter holder and sampled one depth per deployment. These baffle holes were intended to dis-
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Getting good particles 689 tribute particles evenly across the filter surface and protect particles from washing off the prefilter during pump retrieval (Buesseler et al. 1995) . The top PVC plate is 5 cm thick, with the 3.8 cm long baffles opening up into a 1.2 cm tall open space above the prefilter. The C-type holders have been used extensively by the 234 Th community to collect size-fractionated particles for determination of POC export.
The top plates of holder types D are sealed, and water intake is through a single intake elbow centered in the top plate with horizontally facing orifice. The cross-sectional area of the intake orifice for holder D1 (Fig. 1F ) is 15.2 cm 2 and feeds a flow expansion chamber (Sherrell 1991) , and is only 0.6 cm 2 for holder D2 (Fig. 1G) . Holder D2 is a modification of the C-type holders meant for on-deck in-line filtration rather than in-situ filtration. We deployed it to compare to holder D1 as an experiment to test the effect of orifice size on particle collection.
Imaging of filters
We used controlled illumination photography at sea to quantitatively document the performance of different filter holders and filter types for the amount and evenness of distribution of particles on the filters (Lam and Bishop 2007) . Briefly, filters were dried at 60°C and imaged at constant light, fixed focal distance, focus, and camera settings (shutter speed, ISO, white balance, f-number). An absolute optical density calibration of image data were achieved by photographing a white target (the dull side of a 293 mm diameter 0.45 µm pore size Supor filter) under identical conditions. Although lighting intensity varied by 20% across our images of 293 mm filters and by several percent across zoomed images of the center of filters, it was possible to "flatten" or compensate for this variation by normalizing images using the variations of optical density of the white target imaged under identical lighting conditions. We used images of in-situ blank filters as optical density "0" reference as described by Lam and Bishop (2007) . Calibration of the flattened red, green, blue (RGB) counts to optical density was achieved by imaging the white target at increasingly fast shutter speeds. We then computed filter area and flow volume normalized green (G) optical density of > 51 µm prefilter images as a photographic proxy for the relative > 51 µm particle concentration with depth (Lam and Bishop 2007) .
We used ImageJ software version 1.41 (National Institutes of Health) to analyze evenness of filter loading on QMA, Supor, and MF filters. We also used the software to the measure size distributions of > 51 µm particles on selected MUL-VFS main and auxiliary samples. In the later analysis, the 25 µm native resolution of images was averaged to 50 µm to remove the effects of the 50 µm mesh on particle detection. Furthermore, "flattened" image RGB count values were scaled up using a linear scaling factor of ~1.25 to brighten but not saturate the images. The 24-bit RGB values were transformed to 8 bit (0-255) gray scale values and then processed for particle size. Particles were considered detected if the count of an individual pixel was below a threshold of 200 counts (relative to an average image intensity of ~220 counts). A particle was classified only if it was greater than 150 µm in size (an area greater than 8 pixels).
Chemical analyses of particles
Subsamples of each filter were leached at 60°C in 0.6N HCl overnight and analyzed by high-resolution inductively coupled mass spectrometry (HR-ICP-MS) according to methods described in Bishop and Wood (2008) . For > 51 µm particles, subsamples representing 2% of the 293 mm filters and 10% of the 142 mm filters were analyzed. For < 51 µm particles, subsamples representing 2.5% of the 293 mm filters and ~10% of the 142 mm filters were analyzed. The entire side arm filter was analyzed in most cases. Elements determined were Li*, Na, Mg*, Al, P, K*, Ca*, Cr, Mn, Fe, Co, Ni, Cu, Zn, Rb, Sr*, Y, Cd, I, Cs, Ba, Tl, Pb, Bi, Ce, Nd, and U*. Elements marked with asterisks (*) were corrected for seasalt components using Na (Bishop et al. 1977 ). Here we report the concentrations of elements where the recovery from a 0.6N HCl leach is 100% and where phase and particle size distribution associations are distinct (e.g., P and Cd -soft parts; Mn, Ba, Ca, Sr inorganic phases). For example, P and Cd are highest in near surface waters, whereas Mn and Ba are lowest in surface waters and highest at ~500 m. Sr was chosen because of its dominant association with > 51 µm Acantharia in the surface layer. Ca has a biotic source and occurs in both large and small particles. All reported concentrations have been corrected for process and adsorption blanks (Appendix: Table S1, Fig. S1 ). We note that the blank levels of all filter types were significantly lower for the 2009 IC2 expedition in the Pacific compared with the 2008 IC1 expedition in the Atlantic. As these are "dipped blank" filters that were deployed to ~900 m on a disconnected pump, we attribute the lower blank levels during 2009 IC2 to the lower concentrations of most TEIs in the Pacific Basin compared with the Atlantic Basin. Repeat measurements of selected samples yielded relative standard deviations ranging from 2% to 12% for most filter types, and 10% to 41% for the bottom 0.8 µm Supor filter (Appendix :  Table S2 ). Error bars in concentration profiles are the propagated standard deviations from the error associated with the blank samples (Appendix : Table S1 ), and the error from repeat measurements of the sample (Appendix : Table S2 ). At low concentrations, the uncertainty associated with the blank correction dominates. The assessment of filter blanks from total digests is addressed in Planquette and Sherrell (2012) .
Assessment
Hydrographic and optical variability
Figs. 3 and 4 show profiles of particle beam attenuation coefficient (c p ), standard deviation of temperature, salinity, and potential density of grouped CTD-trace metal rosette profiles at BATS and SAFe, respectively. These data are plotted with turbidity (mFTU), temperature, and salinity (Appendix: Figs. S2 and S3). Because calm conditions prevailed during our occupation of the BATS and SAFe stations, mixed layers were shallower than 5 m and effects of turbulence induced by ship motion on particle sampling were minimal (Figs. 3c and 4c) .
We used the statistics of density, temperature, and salinity (standard deviation at depths sampled) across casts as a metric of hydrographic variability and hence of inter-cast comparability. At BATS, minimum variability (or best hydrographic consistency) was found at depths between 150 and 400 m (Fig. 3b) .
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Getting good particles 691 Waters deeper than 1000 m (data not shown) exhibited greater temperature/salinity variation than at all depths shallower than 1000 m. At SAFe, there was progressive shoaling of the thermocline and halocline from 170 m to 120 m over the course of 10 d on station (Appendix: Fig. S3 ). Shallower waters exhibited far greater salinity and temperature excursions (including salinity compensated thermal inversions) compared with those encountered at BATS. Because of this, the density, temperature, and salinity standard deviations at sampled depths were highest near 170 m and remained generally high in shallower waters. At SAFe, the hydrographic variability was lowest at MULVFS sampling depths of 345 m, 495 m, 695 m, and 845 m, and minimal below 1000 m (Fig. 3d) . In the discussion below, we focus on the three deepest sampled depths for cast-to-cast comparisons at SAFe where we study the effects of sample filtration flow rate on large particle retention. At BATS, beam attenuation coefficient and turbidity profiles (Figs. 3a, Appendix: Fig. S3 ) showed elevated particle abundances in the upper 100-150 m consistent with the dominance of phytoplankton and other biogenic particle sources in the euphotic layer. Particle beam attenuation coefficient ranged by 10% to 15% in waters shallower than 50 m and was highly variable near the 100 m deep particle maximum, where values ranged by more than 50%. Below 150 m, particle concentrations decrease sharply and ranged less than 10%. Much of the concentration variability in waters shallower than 150 m was due to diurnal changes of the balance between phytoplankton primary production and zooplankton grazing; in oligotrophic waters, beam attenuation coefficient is highest in the late afternoon and lowest near dawn (Bishop and Wood 2008 ; see also Siegel et al. 1989) .
At SAFe, concentrations were also highest in the upper 120 m but concentrations were at least 2-fold lower than at BATS at all depths (Fig. 3c) , levels as low as we have ever observed. Beam attenuation coefficient data from multiple trace metal rosette casts varied over a range of 30% in shallow waters down to 120 m and ranged by 15% and 20% in deeper waters. These data reflect not only the hydrographic variability noted above but also the diurnal cycle of particle production and consumption.
MULVFS casts at SAFe were timed to occur during the same time of day to eliminate diurnal effects. Our optics data from these casts (Fig. 4) show that particle concentrations ranged by 10% to 15% from surface to 90 m, with variability of ~20% at the 110 m particle maximum and down to a depth of 250 m. Optics data suggest that MULVFS casts M07 and M08, which occurred 2 d apart, had nearly identical particle concentration profiles.
Sampled particle population by different (sub)-micron filter types
The multi-flow path configuration of each MULVFS pump allows for several filter types to be deployed simultaneously and compared directly. Depth profiles of the sum of particle concentrations from the three size fractions from the standard MULVFS QMA suite of filters (> 51 µm, 1-51 µm, <1 µm) are consistent with those collected simultaneously on the 0.45 µm Supor 47 mm side-arm filters deployed without prefilters (Fig. 5) , demonstrating that the standard filter suite is closely sampling the total (or >0.45 µm) suspended particle population for Sr, Mn, and Ba throughout the water column. However, particulate phosphorus in the > 0.45 µm fraction is about 35% higher than the "standard" filter suite shallower than 120 m, consistent with the presence of small picoplankton and bacteria, some of which are missed by the standard QMA filter suite; below 300 m, the "standard" and > 0.45 µm P concentrations agree within 10%. The contribution of the bottom <1 µm filter varies by element and is greatest for P in near surface waters, again indicating partial collection of the picoplankton and bacterial communities. The > 51 µm size fraction dominates the distributions of total Sr* and Ba in waters shallower than 100 m. By contrast, both total P and Mn are dominated by < 51 µm particles. In deeper waters, all elements are dominant in the small (<51 µm) particle size fraction, and we focus on this fraction first. To assess the sampled particle population by different submicron filter types, we use data from four MULVFS casts at the SAFe station during IC2 with different combinations of filter types on the main and auxiliary flow paths (Table 1) . We focus on IC2 because we had better control of data quality and analysis blank. To assess the degree of variability that we should expect from other filter types between casts and between the main and auxiliary flow paths, we first compare suspended particulate (1-51 µm) profiles from the first two casts at SAFe (M7 and M8) in which the standard QMA suite of filters was loaded in all filter holders. Replication in the profiles of particulate P, Cd, Ba, and Mn collected on the standard QMA suite of filters between casts M7 and M8 and between the main and auxiliary flowpaths is very good (Fig. 6A) , demonstrating that the two 142 mm filter holders used during IC2 (mini-MULVFS A2, McLane B2) work as well as the main MULVFS holder (A1) for collecting 1-51 µm particles. The only systematic difference is for Mn, where concentrations derived from the auxiliary flow path are systematically ~15% lower than those from the main flow path below 150 m. Hydrodynamic differences in filtration by main and auxiliary holders is ruled out as a cause for the Mn descrepency since main and auxiliary filters are supported by identical 149 µm porous polyethylene frit, are isolated by check valves, experience identical pressure differential due to connection to a common manifold above the pump, and their flow volumes are independently metered (Fig. 1A) . The 15% difference appears to result from the 50% lower loading of the auxiliary versus main filters at deeper depths, which causes a less efficient retention of sub-micron Mn particles. Indeed, Bishop and Fleisher (1987) report a 40% lower Mn content of QMA filter samples when only 25% of the intended water volume was sampled, but found no difference in Ca content, which was dominated by 1-5 µm sized coccoliths. There was no systematic difference in 1-51 µm Ca concentrations between the main and auxiliary flow paths at SAFe (not shown), consistent with these results. This comparison demonstrates that we can in principle compare the concentration profiles of the suspended size fraction across multiple casts at SAFe, as well as between the main 293 mm and auxiliary 142 mm flow paths, with the caveats associated with Mn. In comparison to the QMA filter suite, the cast-to-cast variability in concentration profiles collected on 0.45 µm Supor filters on the auxiliary flow path on cast M09 and the main flow path on cast M10 is higher for all elements (Fig. 6B) . The agreement between the two casts is relatively good for Cd, although the shapes of the profiles are less smooth than from the QMA filters (Fig. 6A) . Particulate phosphorus collected during cast M9 is ~30% lower than that collected during cast M10, despite beam attenuation profiles that show slightly higher particle concentrations in the upper 150 m during cast M9 (Fig. 4) . The agreement is worst for Mn and Ba below 200 m, with concentrations ranging by factors up to 3-4 between the two casts. The discrepancies in Mn concentrations cannot be explained simply by loading differences between the main and auxiliary filter. While there is some hydrographic variability between casts M09 and M10 in the upper 200 m that may explain some of the cast-to-cast variation in the euphotic zone, there is little change in hydrography below 250 m (Figs.  3 and 4) . Thus, the large variability between casts demonstrates the difficulty of obtaining reproducible results from 0.45 µm Supor filters. These findings indicate a very nonuniform distribution of particles on the 0.45 µm Supor membrane filters (Fig. 7) and reflect the error due to the unintended subsampling of an area with lower particle loading.
Finally, we plot the concentration profiles for the four different types of filters used at the SAFe station together to compare their relative efficiencies of particle collection. One would expect the smaller pore-size filters to collect more material. Particulate Cd and P concentrations in the euphotic zone are indeed generally higher when collected on either 0.45 µm or 0.8 µm Supor filter compared with QMA filters (as also seen in Fig. 6 ) and higher still when collected on 0.45 µm MF filters (Fig. 8) . In contrast, particulate Mn and Ba concentrations below 200 m are significantly lower on MF and Supor compared with QMA filters (Fig. 6B) , despite the larger nominal pore size of the QMA filters. We further found that concentrations from the 0.45 µm Supor filters were not necessarily higher than those collected on 0.8 µm Supor filters. The deep Mn and Ba concentrations from the 0.8 µm Supor filter are higher than those collected on either of the 0.45 µm filters despite having a larger nominal pore size.
In sum, these profiles suggest that the 0.45 µm pore size filters have problems. While the Mn and Ba profiles collected on 0.8 µm Supor filters are still low compared with the QMA profiles, the discrepancy is much smaller, suggesting that the collection problems are not as severe.
As we discuss below in the imaging section, we believe that the filtration characteristics of both types of 0.45 µm filters make them an unsuitable choice for in-situ filtration. Effect of filter type on < 51 µm particle distribution
Original photographic images of dried micron and submicron filters show the increasingly poor distribution of particles as one switches from QMA to 0.8 µm Supor to 0.45 µm Supor filters on either the 293 mm (Fig. 7A) or 142 mm filter holders (Appendix: Fig. S4 ) with increasing depth below 200 m. The particle distribution on 142 mm 0.45 µm MF filters was no better than on 0.45 µm Supor filters (Appendix: Fig.  S4 ). The heterogeneity in particle distribution is increasingly large in deep samples (Fig. 7B-D) and as one goes from QMA to 0.8 and 0.45 µm Supor filters. For example, gray scale count (standard deviation and percent relative standard deviation in parentheses) differences relative to an unused blank filter reference along transects shown in the figure were 57 (SD = 2.6; RSD = 4.6%), 19 (SD = 3.4, RSD = 17%), and 9 (SD = 4.1,RSD = 45%) for QMA, 0.8 µm Supor and 0.45 µm Supor filters from 845 m, respectively. Since the particulate concentrations are determined on leaches of subsamples that typically represent 2.5% of the main 293 mm filter or 10% of the auxiliary 142 mm filter, a heterogeneous particle distribution can lead to severe biases and is likely the one major reason for the large discrepancies in particulate Mn and Ba concentrations below 200 m seen between filter types (Fig. 6B) . The cause of the poor particle distribution at depth is not known, but since heterogeneity increases with depth, we believe that the Supor and MF material is distorted by pressure. Centimeter-wide patterns in surface reflectivity were readily observable in unused 293 and 142 mm Supor filters under side illumination.
We further found some millimeter-sized particle aggregates on the 0.45-51 µm sample from 845 m on both main and auxiliary filters. These appear to result from the aggregation of particles resuspended from the filter into the partially air-filled headspace immediately above the filter as residual water is being removed from the filter holder by vacuum during and after pump removal from the wire. We have not investigated other brands of polyethersulfone or mixed cellulose/acetate membrane filters. The aggregation of particles was not observed in QMA samples. Effect of pairing filters on sampled small particle population Because QMA and Supor filters both work as depth filters, deploying them as pairs increases the effective depth, and thus efficiency, of particle capture, reducing the nominal pore size (See e.g., Bishop and Edmond 1976) . The profiles from paired top and bottom QMA (Fig. 5 ) and 0.8 µm Supor filters (Fig. 8) show that particles captured on the bottom filter can con-tribute significantly to the total profile, especially for biogenic elements in the upper 200 m, such as P and Cd, that may be associated with sub-micron picoplankton or heterotrophic bacteria. We compare the concentration profiles derived from the sum of top and bottom QMA and 0.8 µm Supor filters to those from single filters of 0.45 µm pore-size in the upper 200 m, where filter sample homogeneity is comparable with QMA samples. The observed hydrographic variability in the upper 200 m over the course of these three casts slightly complicates the interpretation of this comparison, since the transmissometer-derived particle concentrations drop from casts M08 through M10 (Figs. 4) . However, the filter pore sizes in this depth range behave as expected over the course of the three casts, with the two 0.45 µm filter types (S4 and MF) deployed during casts M09 and M10 collecting more material than the 0.8 µm Supor filter deployed during cast M08.
Concentration profiles derived from the sum of the top and bottom QMA filters are similar to those from a single 0.8 µm Supor filter (Fig. 8) , suggesting that paired QMA filters sample a population similar to a single 0.8 µm Supor-consistent with Coulter Counter studies on the behavior of glass fiber filters reported by Bishop and Edmond (1976 derived from the sum of the top and bottom 0.8 µm Supor filters are higher than those from the paired QMA filters, and generally fall in between those from 0.45 µm Supor and 0.45 µm MF filters (Fig. 11) , suggesting that paired 0.8 µm Supor filters collect a particle population similar to a 0.45 µm filter. While deploying paired 0.8 µm Supor filters may not exactly sample a > 0.45 µm particle population, its better particle distribution and loading characteristics compared with the 0.45 µm filters make them a better choice for in-situ pumping.
Filter holder experiments on IC1: particle loss from > 51 µm size fraction During IC1, we compared the particle collection characteristics of 142 mm filter holder types B-D (Table 3 ) loaded on the auxiliary flow path to those of the MULVFS filter holder (type A1) on the main flow path. During each cast, McLane-style (type B) holders were deployed on six pumps, and variants of filter holder types C and D were loaded on the other six pumps. The positions of the filter holder types in the water column were changed each cast. The first two casts at BATS (M01 and M02) were meant primarily for filter holder intercomparison experiments, and the standard QMA filter suite was loaded in all filter holders. Mn-coated cartridges for radionuclide adsorption were installed downstream of the auxiliary holders on cast M02. During cast M03, a mix of submicron filter types was loaded onto the auxiliary flow paths, slightly complicating the interpretation of the auxiliary > 51 µm prefilter results because of the additional effect of varying face velocities (cf. Figs. 16, 17 ), but providing further combinations of filter holder types throughout the water column.
Greater than 51 µm Mn levels were at detection limits in the upper 100 m; in deeper samples, there was no systematic gain or loss of > 51 µm Mn in the 142 mm filter holders at M01, M02, or M03 (Figs. 9-11 ). We are unable to explain why the 142 mm holders (B1, B2) on cast M02 at 200 m and 250 m collected more > 51 µm Mn than the main MULVFS holder. Concentrations of > 51 µm Ba in the 142 mm holders were within error in casts M01 and M02, but were a factor of two lower in shallow B2 and C1 holders at M03, despite generally lower auxiliary face velocities due to smaller pore-size submicron filters. Most variants of the 142 mm filter holders tested during IC1 showed considerably lower concentrations of > 51 µm P and Sr (up to factors of 4 to 8, respectively at M03) compared with the main 293 mm MULVFS filter holders in all three casts, especially in the upper 200 m (Figs. 9-11 ).
Bishop et al.
Getting good particles This suggests a preferential loss of biogenic material-fresh aggregates, live phytoplankton, and Sr-containing acantharians-from the filter holders that we tested. Since particulate phosphorus is the primary indicator of biogenic material from ICP-MS methods, its accurate collection is crucial for the interpretation of particulate trace elements and isotopes. The exception to the rule of systematic under-collection of > 51 µm P by 142 mm filter holders was the significantly higher concentrations at 80 m and 105 m during cast M02 (Fig. 11) . The auxiliary flow paths on these pumps were loaded with D-type filter holders, which both had a central elbowshaped intake protruding from a solid top plate. We observed numerous zooplankton collected on the 51 µm prefilter of these two holders, which may explain the anomaly in P but not in the other elements. The filter holders with large intake areas (holder types A, B, C) have a slow enough intake velocity that zooplankton can presumably sense the flow and escape (see Bishop and Wood 2008 for additional discussion). The cross-sectional areas of the elbow-intakes for the D-type filter holders are smaller and lead to a higher intake velocity, likely preventing zooplankton from swimming away. Indeed, holder D2, whose intake orifice area is 30 times smaller than that of holder D1, had an even higher anomaly in > 51 µm P (factor of 3.5) compared with the adjacent 293 mm MULVFS holder than holder D1 (factor of 1.5). The high number is also due to the fact that the center one third of the area of the D2 filter was almost clean of particles, and it is likely that subsampling took place in an area of the filter where particles were present. Holder type D1 was also deployed on cast M01 at 252 m without enhancement of > 51 µm P. We interpret this to reflect lower swimming zooplankton abundances at this depth and time of sampling compared with the shallower placement of this holder at 80 m on cast M02.
The loss of > 51 µm P or Sr* were not alleviated by the extra baffle stage in holder C2 compared with C1 during cast M3 (Fig. 11) , nor by the taller plastic baffle in holder B5 during cast M05 (not shown). Likewise, mixing and matching the plastic and metal baffles and prefilter support plates (holders B3, B4) did not seem to make a difference. This suggests that simple fixes to the existing filter holders were not going to solve the problem of loss of large biogenic particles.
Filter holder experiments on IC2: new mini-MULVFS 142 mm holder
Because all 142 mm filter holders that we tested in IC1 had significant problems in collecting biogenic material even in most benign oceanographic conditions (no current, no waves, no swell, no wind) of IC1, we opted to design a new 142 mm filter holder based on the 293 mm main MULVFS filter holder. The "mini-MULVFS" holder (holder type A2- Fig. 2 ) adopts the 3-baffle system used by the main MULVFS holder to ensure Bishop et al. Getting good particles 698 Fig. 9 . Greater than 51 µm P, Sr*, Mn, and Ba from MULVFS cast M01 at the Bermuda Atlantic Time Series station from the main versus auxiliary flow paths (solid triangles). Error bars are as in Fig. 6 . Letters A1 through D1 placed in the center of the figure denote the 142 mm auxiliary filter holder type used for sampling.
even particle distribution and large particle retention. During IC2, we restricted our 142 mm filter holder experiments to just the newly designed mini-MULVFS holder (A2) and the all-plastic McLane style holder for trace metal applications (B2). Similar to IC1, the first two MULVFS casts (casts M07 and M08) at the oligotrophic station (SAFe) and the first cast at the mesotrophic Santa Barbara Basin (SBB) station were devoted to filter holder comparisons, and all holders were loaded with the standard QMA suite of filters. At SAFe, five filter holders of type B2 were deployed in the upper 150 m in the first cast (M07), and below 150 m in the second cast (M08), with the remaining pumps populated by holder type A2. At SBB, holder type A2 was deployed exclusively on the auxiliary flow path of all pumps. We replicated the loss of > 51 µm P and Sr* from the McLane holders (type B2) during IC2 (Fig. 12, open triangles) , with the most prominent loss found in the upper 150 m (Fig.  12A) , as during IC1. Holder type B2 further showed loss of > 51 µm Mn in the upper 150 m (Fig. 12A) , but over collection of Mn below 150 m (Fig. 12B) . In contrast, the new mini-MUL-VFS holder reproduced the main 293 mm holder results for all four elements at SAFe in both the upper and lower water column, solving the upper water column particle loss issues evidenced by > 51 µm P and Sr*, and more faithfully reproducing the > 51 µm Mn profile throughout the water column (Fig.   12 ). As noted earlier, both 142 mm holder types A2 and B2 performed equally well for the 1-51 µm suspended size fraction (Fig. 6A) , confirming that the loss of particles observed during IC1 was restricted to the > 51 µm sinking size fraction.
Samples from cast M11 at SBB also showed good agreement of > 51 µm P, Sr*, and Ba concentrations between the main-MULVFS (A1) and mini-MULVFS (A2) filter holders (Fig. 13) , demonstrating that the mini-MULVFS filter holders perform well in both oligotrophic and mesotrophic environments. The > 51 µm Mn concentrations at SBB are consistently 10% to 20% higher in the mini-MULVFS holders. This is unlikely to be due to flow-dependent effects as the average flow velocities at the face of the filters were quite similar. We noted that significant material (which must have been close to the 50 µm mesh size) was wicked onto to the sample rinsing stand during the process of collection of fresh subsamples from MULVFS (A1) prefilters.
We further tested the mini-MULVFS (A2) and McLane (B2) holders side by side in a McLane pump "rosette" deployed at SAFe and in the Santa Barbara Basin. This permitted the simultaneous comparison of the two 142 mm filter holder types, which was not possible on the MULVFS. We loaded four of each type of 142 mm filter holder (A2 and B2) on eight McLane pumps around the 8-pump rosette, four of these samples were available for our analysis. We found that the distri- bution of > 51 µm particles on the prefilters from the A2 holder was far superior to the distribution from the McLane (B2) prefilters (Fig. 14) . The figure shows an image of a 150 µm filter (mounted in a type B2 holder at rosette position 7), which was accidentally mounted as a prefilter during the SAFe deployment. The sample is included because it shows complete loss of large millimeter-sized particles compared with those collected using holder type A2. Effect of (sub)-micron filter type on volume throughput, flow rate, and particle loading The MULVFS uses centrifugal pumps, which means that the pressure drop across the filter rises only a factor of two to a maximum of 0.8 atm as filters become loaded to capacity and flow goes to zero (Bishop et al. 1985) . The micron or submicron filter collecting the < 51 µm particles slows down the volume flow rate and the resulting face velocity felt at the prefilter surface is thus lower. Most pressure differential develops across the filter collecting < 51 µm particles. Compared with paired QMA filters, paired 0.8 µm Supor filters (S8 2 ) or a single 0.45 µm Supor filter (S4) allow only ~40% of the volume of seawater to be filtered over the same pumping time. The smallest pore size 0.2 µm Supor filters allow only ~10% of the QMA flow volume (Table 1) . In absolute terms, the volume of water filtered through main QMA filters at BATS ranged from near surface values of ~2500 L in surface waters to 14,000 L at 600 m. Auxiliary samples filtered ~600 L in surface waters tõ 2000 L deeper. Side-arm samples ranged from ~10 L in surface waters to ~60 L in deeper waters.
When we divide flow rate by filter area, it is possible to calculate a water flow velocity to the surface of the filters. We call this 'face' velocity. The range is from < 0.15 cm/s to ~1.6 cm s -1 in the main filter holder, from ~0.1 to ~1.1 cm s -1 in the 142 mm holders, and from 0.04 to 0.22 cm s -1 in the 47 mm sidearm holders (Figs. 15, 16 the other hand, the plastic-variant of McLane filter holders (types B2, B4, B5; Table 3 ) has a perforated prefilter support plate with only 40% open area. The flow velocity felt through the holes of the prefilter in these types is higher by another factor of 2.5 (7.5 times faster). Thus the actual flow velocity at the prefilter holes for MULVFS main samples is up to 4.8 cm s -1 whereas that for auxiliary B2 holders on MULVFS is as high as 8.3 cm s -1
. Individual McLane pumps (typically running at 6L/min) with B2 holders have velocities of 5.6 cm s -1 . During IC1, we used photography to derive volume and area normalized green optical density (OD) profiles of > 51 µm particles from main and auxiliary samples for MULVFS casts at BATS. Data showed good agreement (Fig. 15) among main prefilter samples for casts M01 through M03 but significantly higher OD values were found in deep water from cast M04 at depths where either paired 0.8 µm or single 0.45 µm Supor filters were used. QMA-backed samples from M04 agreed closely with the other casts. The flow velocities of water through the main QMA backed prefilters on casts M1, M2, and M3 were approximately 2.5 times higher than through Supor-backed prefilters at M04 because Supor filters restricted the flow. Fig.  15 also shows that almost all of the data from auxiliary filters fell at or below the optical density profile trend established from main samples from M01 through M03 and significantly below the trend established by main M04 Supor-backed prefilters. Given that the main MULVFS filter holders are believed not to lose particles post collection, the main filter results suggest some effect of flow velocity on the efficiency of > 51 µm particle collection.
During IC2, we used the "filter type" deployments to systematically test the effect of water flow velocity on the chemical composition of the > 51 µm size fraction. Fig. 17 shows face velocity profiles for main and auxiliary samples during IC2. We focus on intercomparison of profile results at depths 495, 695, and 845 m at SAFe where hydrographic variability was shown above to be small. We further restricted comparisons to filter holders A1 and A2, main-MULVFS and mini-MULVFS ( Fig. 1 and Table 4 ), since other designs were shown to be subject to washout or other biases. In the cases of Mn, Ba, and Ca, concentrations decrease no more than 50% between flowrates of 0.1 cm s -1 and 1.6 cm s -1
. The curious finding is that P shows no flow rate dependence. Ca, Mn, and Ba in the > 51 µm size fraction are typically aggregations of much smaller (micronscale) particles of these elements (CaCO 3 coccoliths, Mn oxyhydroxides, and barite). We hypothesize that the organic fraction containing P is more cohesive and thus not subject to flow induced aggregate erosion. Bishop (1982) investigated flow velocity/capture efficiency of large particles over a much higher range of flow velocities greater than used in MULVFS and concluded that greater than 90% of visible (>1 mm) large aggregates were retained at flow rates 1.5 times faster than used by MULVFS. Here, we compare aggregate particle size distributions down to 150 µm from main and auxiliary samples collected at a (Fig. 18 ). These particular samples were chosen because they had relatively elevated abundances of large aggregate particles. As noted above, they were also collected using filter holders A1 and A2, which have been shown to have almost identical performance. We observed little obvious difference in aggregate size distribution in cast M08 samples suggesting that face velocities of 1 and 1.5 cm s -1 yield similar results. Comparisons of particle size distributions at M09 suggested that there may be about a 0.1 log unit (or 25%) relative increase in aggregate abundances across the large particle size spectrum at a filtration face velocity of 0.5 cm s -1 versus the 1.5 cm s -1 typically used during standard MULVFS sampling. Taken together, the optical particle concentration proxy profiles, particle size distribution data, and chemical data for the deep > 51 µm samples suggest that in situ filtration flow bias effects can lead to at most factor of two differences in particles sampled from the upper kilometer. The biases appear low for organic bound species. Fig. 19 shows optical density profile data obtained in the Santa Barbara Basin during casts M11 (event 2110) and M12 (event 2125) with data from samples collected using the McLane rosette system at 110 m (event 2127, samples shown in Fig. 14) and with samples collected using wire-deployed McLane pumps (event 2129). Type A1 and A2 holders were exclusively used during MULVFS casts, a mix of type A2 and B2 holders was used during the rosette cast as previously noted, and type B2 holders were used exclusively during the McLane profile. Three of four rosette samples fall quite close to the trend defined by MULVFS profiles (rosette position 7 low). The data shallower than 300 m from the McLane profile fall at least a factor of two low.
MULVFS, McLane Rosette, McLane Profile comparison
Discussion
We found that all filter holder types tested yielded comparable samples of the small particulate fraction when filters of the same pore size were used. We found that paired QMA filters collect similar quantities of particles as captured on a single 0.8 µm Supor filter; furthermore, paired 0.8 µm Supor fil- ters yield particle abundances close to that of a single 0.45 µm Supor or Millipore (MF) filter. We showed that particle distributions at 800 m were most even across QMA filters (<4% RSD), followed by 0.8 µm Supor (17% RSD) and 0.45 µm Supor Filters (~45% RSD). Consequently, paired 0.8 µm Supor filters are better than a single 0.45 µm filter for applications requiring both subsampling and total sample digestion. In a comparison with the three-baffle MULVFS filter holder, we found that all single and double baffle filter holder types lose large particles, especially in the upper 150 m. This finding is consistent with differences reported by Gardner et al. (2003) , Liu et al. (2005) , and Liu et al. (2009) . The loss of the large particle fraction described above is likely to be underestimated compared with real ocean conditions because both IC experiments took place in conditions of calm winds and absent of swell. Reinforcing this finding is the observation that type B2 filter holders deployed on the McLane rosette appeared to be less subject to particle loss than when they were attached to McLane pumps attached to a wire. This suggests that wire angle or other wire/pump motion dynamic enhances the turbulent regime in the side slotted holders. We have clearly demonstrated that the mini-MULVFS holder (A2) solves the problem of > 51 µm particle loss that was apparent in the McLane holders (B2) in both the upper and lower water column (Figs. 12-13) .
The loss of large particles that is particularly evident on the McLane type holders (type B) is likely due to a number of factors. The perforated polypropylene disc used as a prefilter sup- port in the all-plastic version of the McLane holder (B2) resulted in a poorer > 51 µm particle distribution compared with the stainless steel mesh prefilter support of the standard McLane holder (B1), but both experienced similar loss compared with MULVFS (Figs. 9, 10 ). Since the distribution of particles is also worse when the perforated polypropylene disc is used as a prefilter support, this may exacerbate particle loss. We noted that the polypropylene disc often does not lie completely flat, and that the polypropylene material floats in water. While small tabs on the stage above it prevent the disc from floating away, the buoyancy may nonetheless promote particle redistribution. Second, the percent open area of the perforated disc is only 40%. This has the effect of increasing the apparent flow velocity experienced by the particles as they impact against the prefilter surface by a factor of 2.5. As we showed above, an increase in face velocity can lead to a decrease in the concentration of > 51 µm particles collected by MULVFS. Some samples collected using the McLane type B holders were filtered at a rate effectively twice as fast as MUL-VFS when used on MULVFS (and 20% faster than MULVFS when mounted on McLane Pumps) because of the low percent open area of the prefilter support plate. We think that the loss of particles is primarily due to the radial intake design (which channels water flow laterally through the filter holder) and its relatively short baffle length (which leads to increased turbulence at the prefilter), both of which enhance particle loss, especially when the particles are low in excess density. Living > 51 µm material (phytoplankton such as large diatoms and small non-motile zooplankton such as Acantharia) that is near neutrally buoyant is particularly prone to loss. Liu et al. (2009) compared the efficiencies of four different filter holder designs at collecting particulate organic carbon (POC) and zooplankton. They used a 70 µm Teflon prefilter upstream of a 0.7 µm GF/F filter. Their "Pump 1" design was identical to our Holder C1 style, typically used for 234 Th applications. Their "Pump 2" was their Pump 1 design but with an additional 30 cm tall cylinder extending above the inlet. This is a design modification similar to that used by Bishop et al. (1986) to address evidence of particle loss evident during the first deployment of a four-filter version of the Large Volume in-situ Filtration System (Bishop et al. 1980) . Their "Pump 3" was a 293 mm filter holder with a sealed top and a central 5 cm wide elbow inlet, conceptually similar to our Holder D1 and manufactured by Challenger Oceanic. Finally, their "Pump 4" was a 293-mm filter holder manufactured by Challenger Oceanics, with a solid top and large radial intakes, conceptually similar to our holder B. The POC on their submicron GF/F filters (0.7-70 µm) varied by a factor of 3-4 between pumps, suggesting that each pump may have been sampling different particle populations, and consequently, complicating the comparison of the > 70 µm POC results. For the two pumps that had similar POC levels on the GF/F filters (Pumps 2 had 3.89 µM POC, and Pump 4 had 3.47 µM POC), the > 70 µm POC concentration from Pump 4 with the radial intake design was less than half that from Pump 2, with the extra 30 cm tall cylinder. While this is only a single comparison, it is nonetheless consistent with the hypothesis that the radial intake design enhances particle loss. As noted in Liu et al. (2009) , we found that an elbow intake style (Holders D1, D2, Liu's Pump 3) was more efficient at catching and retaining zooplankton, with the efficiency of zooplankton caught increasing with decreasing orifice size. This is likely because restricting the intake orifice for a given volume pump rate increases the velocity of the intake water so that zooplankton are unable to swim away. Because we are interested in suspended particulate matter rather than live zooplankton, the holders with large intake areas are preferable.
In summary, our filter holder intercomparisons suggest that many, if not all, previous designs of 142 mm filter holders experienced some loss of biogenic particles from the large size fraction. Until recently, the 234 Th community has been one of the biggest users of 142 mm filter holders. We obtained experiments; we thus do not have enough data to draw any conclusion.
We have spent quite a lot of the discussion focusing on the large particle size fraction. At SAFe and BATS, it is certainly true that ~10% of the P was > 51 µm in size. On the other hand, well over 80% of the Sr and Ba were in the large particle size fraction in near surface waters. In biologically dynamic waters in all oceans, the > 51 µm fraction was often shown to contain more P, Si, and Ca than any other size fraction (e.g., Bishop and Edmond 1976; Bishop et al. 1978; Lam and Bishop 2007; Bishop and Wood 2008) . Aggregate particles further permit micron-scale examination of processes key to understanding of the behavior of reactive chemical species such as Ba (Bishop 1988) and Fe (Lam and Bishop 2008) . Thus sampling the large particle size fraction accurately is critically important to elemental budgets.
Moving forward into the GEOTRACES era, however, we have shown that Mn and Ba, which exist primarily as micron and sub-micron-sized inorganic particulate phases, do behave differently than elements associated with biogenic material, and we expect that the suite of key trace elements and isotopes that will be measured on GEOTRACES will experience varying levels of fractionation with respect to biogenic material loss. It is thus crucial that a filter holder that does not experience particle loss is used for in-situ filtration. It is also a requirement for subsampling that particle distributions across filters be as uniform as possible.
Comments and recommendations
The GEOTRACES IC experiments in the Atlantic (2008) and Pacific (2009) permitted a comprehensive study of all aspects of in-situ filtration methodology by using the triple-flow path ability of MULVFS. This approach eliminated complications of different time, place, pump, and filter holder issues that have complicated past studies. Our recommendations permit insitu filtration methodology to be robust and independent of the particular pumping system used or investigator.
For the smaller particle size fraction, we have demonstrated consistent profile results by in-situ filtration for a suite of particulate elements with contrasting behaviors to kilometer depths using samples collected using a variety of filter types, filter holder sizes (side arm to main), filter holder types, sample loadings, and flow rates. Element blanks for all filter types were controlled using in-situ blanks. In the case of phosphorus, we saw a 30% to 50% increased capture by 0.45 µm filters versus our standard set in near surface waters in oligotrophic regimes, consistent with the known dominance of these waters by picoplankton. Below the euphotic layer, the difference between the smaller pore size filters (in Side Arm samples) and the MUL-VFS standard set decreased to less than 10% (Fig. 5) .
QMA filters are and remain far superior to Supor filters in terms of evenness of sample distribution and must be used for collection and analysis of the particulate organic fraction. QMA filters can also be used for determination of acid labile trace elements. The negative of QMA filters is that they only subsample down to a size limit of ~0.8 µm that they can adsorb elements like Al and U, which become problematic in low particle concentration waters, and that they can have a high blank level for many elements if they are subject to total digestion. We recommend the use of paired 0.8 µm Supor filters for collection of particles for analysis of trace metals where total digestion is required. The paired approach not only yields the equivalent sample collected by a 0.45 µm filter (Fig.  8) , the second filter isolates the sub-micron fraction and thus yields insight into elemental partitioning amongst size classes. Paired 0.8 µm Supor filters allow far better particle loading (Fig. 6) , better particle distribution (Fig. 7) , and equivalent volume flow (Fig. 15) compared with a single 0.45 µm filter. In cases where an organic fraction is to be sampled, battery-powered pumps should be configured to collect samples in a twin flow path using separate holders loaded with QMA and Supor filters, as has been done for the US North Atlantic GEOT-RACES section (GEOTRACES 2010) . MULVFS pumps already permit parallel filtration using both QMA and Supor filters.
Loss of large particles is observed in all single-and doublebaffled filter holder designs. We strongly recommend a filter holder design that has multiple baffle systems similar to MUL-VFS (A1) and mini-MULVFS (A2, Fig. 2) . Details of these filter holders are included in this document and/or are published. Furthermore, pump systems must be configured with back flow preventing check valves and debubblers to minimize post filtration sample disturbance. Best samples are obtained when residual water in the filter holder is promptly removed by vacuum. This is simpler to do with 142 mm holders.
In-situ pumps appear to lose some particles due to partial fragmentation of large particles at average face velocities above 1 cm s -1 (through-mesh velocities above 3 cm s -1
). Losses appear to be independent of large particle size (Fig. 18) but different elements show different effects. We recommend modifications of pumps to operate below this limit. In the case of MULVFS, it is possible to moderate flow by emplacement of a flow-restricting orifice in the bottom stage of the main filter holder or by using paired 0.8 µm Supor filters in place of QMA filters. In the case of McLane pumps, it is possible to control flow rate via software, although this remains untested by our work.
As of this writing, McLane Research Laboratories has agreed to manufacture a commercial version of the mini-MULVFS filter holder and a dual-flow version of their standard pump, and expect such a product to be released in 2012.
Questions raised during review
One reviewer referred to a pump-pump intercomparison reported by Dunne et al. (1997) and suggested that MULVFS 1-53 µm POC data (Bishop 1999) were biased a factor of two lower compared with samples collected using a battery powered in situ pump system (Bacon et al. 1996) . Two questions asked were: "Were less effective quartz filters used by Bishop et al. (1999) than those reported here?" and because one of us (Bishop) was fifth author on the Dunne et al. (1997) study, "Did this not mean that there was agreement on the Dunne et al. (1997) and assertion?" The answer to both questions is no. Bacon et al. (1996) and Bishop et al. (1999) document that identical Whatman QMA filters purposefully were used for sampling the 1-53 µm particle fraction (note: 53 µm mesh Nitex prefilters were used during JGOFS) to ensure intercomparability of results. Methodology for sample preservation was similar and POC analyses were performed using the same method and analyst. Blank correction was similar.
The first complication is that the profiles, although taken at the same geographic location near 0°N 140°W during the 1992 JGOFS Equatorial Pacific study, were collected 45 d apart. Factor of two differences in POC concentrations were indeed found in waters shallower than 100 m as reported by Dunne et al. (1997) , yet the 1-53 µm POC values for the two profiles over the 100 m-500 m interval of common sampling agreed with one another within 5%. The waters sampled by Bacon et al. (1996) were different and more strongly stratified, as indi-cated by potential density, temperature, and salinity profiles (http://usjgofs.whoi.edu/jg/dir/jgofs/eqpac/), and thus had conditions favorable to the modest factor-of-two higher levels of phytoplankton carbon biomass that Bacon et al. (1996) reported. Our findings that particle concentrations in the QMA fraction (1-51 µm) are consistent across a broad variety of filter holders lends further support that the differences reported by Dunne et al. (1997) are natural and not a sampling artifact. POC data from bottles, although offset high in profile compared to in-situ filtration, showed similar factor of two differences in surface waters for these same two expeditions. The factor of 2.2 scaling applied to MULVFS POC data by Dunne et al. (1997) was not justified by the data.
Also during review, the question of bottle versus pump particle concentration differences was also raised. Without going into exhaustive detail, efforts during the GEOTRACES intercomparison experiments show that bottles and pumps agree well for a diverse suite of particulate analytes when their filter blanks are properly assessed, contamination is avoided, consistent leaching or sample digestion methods are used, when samples are minimally handled, and when the sedimentation of particles in the bottles prior to sample filtration is considered (Planquette and Sherrell 2012; Bishop unpubl. data) . This stands in contrast to particulate organic carbon (POC), where bottle data have been often reported to be much higher than those from in situ pumps (c.f. Altabet et al. 1992; Bishop et al. 1999; Gardner et al. 2003) . The methodology for POC filtration often involves transfer of water from rosette bottle to one or more intermediate containers and gravity filtration in an open ship laboratory atmosphere using open filter funnels as was done during JGOFS cruises. The cases of best agreement between in-situ pump and bottle filtration have been when water is filtered directly in-line from the bottles (Altabet el al. 1992; Bishop et al. 2004, supplemental materials) . We do recommend that a careful review of the methodology of bottle POC sampling and filtration to be undertaken.
